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wig@psi.ch (C. Ludwig).A mobile sampling and measurement system for the analysis of gaseous and liquid samples in the ﬁeld
was developed. An inductively coupled plasma optical emission spectrometer (ICP-OES), which is built
into a van, was used as detector. The analytical system was calibrated with liquid and/or gaseous stan-
dards. It was shown that identical mass ﬂows of either gaseous or liquid standards resulted in identical
ICP-OES signal intensities. In a ﬁeld measurement campaign trace and minor elements in the raw ﬂue gas
of a waste wood combustor were monitored. Sampling was performed with a highly transport efﬁcient
liquid quench system, which allowed to observe temporal variations in the elemental process gas com-
position. After a change in feedstock an immediate change of the element concentrations in the ﬂue gas
was detected. A comparison of the average element concentrations during the combustion of the two
feedstocks showed a high reproducibility for matrix elements that are expected to be present in similar
concentrations. On the other hand elements that showed strong differences in their concentration in the
feedstock were also represented by a higher concentration in the ﬂue gas. Following the temporal vari-
ations of different elements revealed strong correlations between a number of elements, such as chlorine
with sodium, potassium and zinc, as well as arsenic with lead, and calcium with strontium.
 2012 Elsevier Ltd. All rights reserved.1. Introduction
Waste wood has a large potential for energy and heat produc-
tion as biomass or waste. As customer demand for electricity and
heat production continues to grow, reliance on renewable re-
sources like waste streams are coming under increased regulatory
scrutiny. When using waste or biomass feedstocks in thermal pro-
cesses, trace elements present in these feedstocks may hinder the
processes themselves, as well as pose a threat to equipment or the
environment. Moreover, the content of these trace elements varies
strongly even within a single feedstock type (Monkhouse, 2002;
Williams, 2005; Demirbas, 2005; Krook et al., 2004). Due to the of-
ten strongly heterogeneous composition of waste streams com-
bined with high dynamics of thermal reactions, the elemental
concentrations in the process gas are reported to show a high tem-
poral variability (Poole et al., 2007; Morf et al., 2000). Also, the
absolute range of concentrations for different elements can vary
from less than 1 lg=m3N to more than 100 mg=m3N. Therefore a high
linear calibration range and high temporal resolution of the detec-ll rights reserved.
Research Department, Paul
Tel.: +41 56 310 26 96; fax:
. Wellinger), christian.lud-tion method are essential to conduct a meaningful measurement of
elemental composition of process gas streams. For a comprehen-
sive review of different online detection methods of metal species
in industrial processes see Monkhouse (2011). Additional chal-
lenges for the measurement equipment are high loads of tars and
particles that are present in the gas stream of some thermal pro-
cesses. For example in gasiﬁcation tar and ﬁne particles (<1 lm)
can reach loads of 150 g=m3N and 100 g=m
3
N, respectively (Nagel,
2008). In order to conduct a measurement of actual explanatory
power it is essential to sample producer gases in a way that com-
bines a representative measurement technique with high resil-
ience to tars and particles and a high time resolution. An
additional challenge when conducting measurements in the ﬁeld
is the distance between the sampling port and the analytical
instrument. Often the instrument’s nearest possible placement is
several dozen meters away from the sampling port. Long sampling
lines can cause loss of analyte signal through unspeciﬁc adsorption
as well as element speciﬁc reactions leading to depletion in the
sample mass stream. When conducting direct gas measurements
with process gases containing high loads of water and tars, for
example in gasiﬁer product gases, it can lead to a strong signal loss
and can even cause blockage of the sampling line. To avoid conden-
sation, the sampling lines have to be heated to a temperature level
lying above the dew point of the compound in question.
Table 1
Main ICP-OES operating conditions.
Parameter Value
Generator frequency (MHz) 27.12
Power RF (kW) 1700
Plasma gas ﬂow rate (l min1) 14.5
Auxiliary gas ﬂow rate (l min1) 0.7
Aerosol carrier gas ﬂow rate (l min1) 0.8
Liquid sample ﬂow rate (ml min1) 1
Injector tube diameter (mm) 8
Nebulizer heater temperature (C) 120
Nebulizer condenser temperature (C) 2
1844 M. Wellinger et al. /Waste Management 32 (2012) 1843–1852In this paper we present method development on ICP-OES mea-
surements of process gases using both direct gas measurements
and an indirect measurement using a liquid quench system. Our
ownmeasurements revealed that high transport losses occur when
conducting direct gas measurements, even when working with a
gas quench and heated sampling lines, though previous work has
shown that when using high ﬂow velocities (over 8 m/s) these
problems can be overcome to some extent, even with a sampling
line length of 40 m (Clarkson et al., 2003). However, the transport
of sample gas into the detection unit remains challenging. In con-
trast to the direct gas measurements the liquid quench sampling
revealed a high transport efﬁciency that enabled us to measure
trace elemental concentrations down to two-digit ppb levels for
a sampling line of 32 m. In contrast to direct gas measurements
the introduction of the liquid sample into the ICP-OES is a standard
method. In a ﬁeld measurement campaign the concentration of 23
elements were continuously measured in the raw ﬂue gas of a
waste wood combustion facility.2. Material and methods
2.1. ICP-OES
The spectrometer (Spectro Ciros Vision SOP) used in our analy-
ses is built into a van so it can be transported to ﬁeld sites. An ar-
gon plasma at over 5000 K is used to atomize particles and
molecules, and to further excite and ionize the atoms. The excited
atoms and ions then emit photons at multiple wavelengths each of
which is characteristic for a particular element. The emitted pho-
tons are then detected simultaneously by a series of charged cou-
pled devices that range from ultraviolet to infrared (125–770 nm).
With such an instrument it is possible to measure all elements be-
sides argon, though practical limitations usually exclude measure-
ments of hydrogen, ﬂuorine, and noble gases.
ICP-OES instruments are designed to analyze aqueous samples
in batch mode. To allow for a continuous online analysis the instru-
ment had to be adapted in several regards. Firstly, we developed a
new torch (sample introduction and support for the plasma ﬂame)
which allows a direct analysis of gaseous samples. Secondly, the
analysis software had to be modiﬁed to allow for continuous mea-
surement of more than 30 elements in an automated procedure.
During the analysis of product gases from gasiﬁers, a carbon con-
taining structure started to form within the base of the plasma,
which degraded the plasma stability and signal intensities. Most
likely this phenomena was related to the elevated content of tars
in the gasiﬁer product gas, as such phenomena did arise during
the sampling of product gas from the wood combustor. After add-
ing an additional stream of pure oxygen to the gas coming from the
nebulizer the operation remained stable over several hours (Judex,
2010).
During the ﬁeld measurements the ICP-OES has been operated
using parameter settings shown in Table 1.
For the ﬁeld measurements we used an ultrasonic nebulizer
(USN) by Cetac (U5000AT+). The USN is fed with liquid by a peri-
staltic pump (0.001 l/min liquid) and an argon gas stream (0.8 lN/
min) as carrier gas. The nebulizer has an evaporation and a conden-
sation loop to reduce the water content of the sample gas. The tem-
peratures of evaporation loop and condensation loop were 120 C
and 2 C, respectively. In contrast to pneumatic nebulizers that
have efﬁciencies of 1–4%, the USN has an efﬁciency of 10–15%.
The nebulizing efﬁciency is measured as mass ﬂow output of ana-
lyte per mass ﬂow input of the analyte. For the parameter settings
of the USN used in this study an efﬁciency of 10% has been deter-
mined (Wellinger et al., 2011). The analysis of peaks using a back-ground correction that automatically corrects for changes in the
level of background noise (Poole et al., 2005).
2.2. Gas quench measurements
The gas quench method being used in this work is similar to a
condensation interface used in previous studies (Kowalski et al.,
2011; Ludwig et al., 2001, 2007). Its general working principle is
characterized by generating particles in the submicron range
(Kowalski et al., 2011). The gaseous particles that enter the con-
densation interface are limited in their growth by rapid quench
with cold argon gas in excess, which generates aerosols suitable
to transportation through sampling lines. For a more detailed
description of the gas quench system see Wellinger et al., 2011.
2.2.1. Analyte sensitivity of liquid versus gaseous standards
The ICP-OES is commonly used to analyze samples in aqueous
solutions. Standard calibration procedure of the ICP-OES system
is done with liquid reference solutions. Though for the purpose
of characterizing process gases our instrument was modiﬁed to ac-
cept gaseous samples as well. Performing a direct gas calibration
can be done, though in practice it is limited since only very few
of the elements of interest (metals and semimetals) are commer-
cially available as volatile (or gaseous) compounds (Timmermans
et al., 2003). In the case of metals there are a few compounds avail-
able but they are either very toxic or highly explosive (e.g.
Zn(CH3)2, Hg(CH3)2, and C8H20Pb), which makes them unsuitable
for the use as standards. To overcome this limitation, we investi-
gated the equivalency of a calibration with nebulized aqueous
solutions as compared to direct injections of gaseous standards.
We used commercially available sulfur compounds of carbonyl sul-
ﬁde (COS), hydrogen sulﬁde (H2S) and thiophene (C4H4S) as traces
in a matrix of argon gas. To vary the concentrations of the gaseous
sulfur compounds we used mass ﬂow controllers to inject differing
mixtures of gas standard and argon to a ﬂow totaling 0.15 lN/min.
The use of a standard mass ﬂow controller limits the maximum
concentration range to a factor of 20 for each gas mixture. We then
measured the signal intensities generated by direct injection of gas
with the intensities by injection of aerosols from the nebulizer. We
tested our hypothesis by checking to see if an equal mass ﬂow from
either gaseous compounds or nebulizer aerosols also generates
equal signal intensities in the ICP-OES. For the measurements
shown in Fig. 1 a crossﬂow nebulizer (Cetac, Scott type) was used.
The nebulizer was being fed with 0.002 l/min liquid sample and
0.8 lN/min argon. The total argon ﬂow through the torch was kept
constant between gas and liquid measurements at 16 lN/min. For
the parameter settings used in this experiment the efﬁciency of
the crossﬂow nebulizer is 1.5%. The calculation of the mass ﬂow
was conducted according to the following equations:
For liquids : dm=dt ¼ dv=dtpump  g  cliq ð1Þ
For gases : dm=dt ¼ dv=dtstd  cgas ð2Þ
Fig. 1. Comparison of the ICP-OES signal sensitivity for gaseous versus aqueous
standards.
M. Wellinger et al. /Waste Management 32 (2012) 1843–1852 1845dm/dt is the mass ﬂow of analyte [lg/min], dv/dtpump the liquid ﬂow
of the nebulizer feed pump [l/min], g the efﬁciency of the nebulizer
[1], cliq the concentration of the liquid standards [lg/l], dv/dtstd the
gas ﬂow of the standard ½m3N=min, and cgas is the concentration of
the gaseous standards ½lg=m3N.
Fig. 1 summarizes the results of these tests that were conducted
with the following sulfur compounds: thiophene (C4H4S), carbonyl
sulﬁde (COS) and hydrogen sulﬁde (H2S). The free linear correla-
tions of the concentration of the gaseous standards (cgas) and con-
centration of the liquid standards (cliq) the following correlation
coefﬁcients and standard errors (sey):
Thiophene : R2 ¼ 0:9982 sey ¼ 0:19 ½lg=m3N
Carbonyl sulfide : R2 ¼ 0:9998 sey ¼ 0:65 ½lg=m3N
Hydrogen sulfide : R2 ¼ 0:9983 sey ¼ 2:28 ½lg=m3N
The measurements show a constant proportionality of the ana-
lyte input by gaseous standards to the analyte input by liquid stan-
dards using a concentric nebulizer for a ﬁxed setting of the
instrument parameters. The proportionality factor in our experi-
ments matched the concentric nebulizer’s efﬁciency (1.5%). In
Fig. 1 two auxiliary lines are drawn that represent the theoretical
correlation between the concentrations of an aqueous standard
to that of a gaseous standard to reach the same mass ﬂow to the
ICP-OES for nebulizer efﬁciencies of 1% and 2%, respectively.
2.2.2. Inﬂuence of sampling line length when applying direct gas
measurements
To assess the transport efﬁciency of aerosols through a heated
sampling line, we conducted tests with an ultrasonic nebulizer
with direct sampling plus additional sampling lines with 3 m and
32 m length, respectively. In the presence of water we observed a
strong decrease in signal intensity for tube lengths over a few me-
ters even when using a sampling line heated to 120 C.
The signals of twenty elements typically found in producer
gases from thermal conversion of biomass were assessed relative
to the initial signal intensities. At three meters all of the elementsgave a decrease in signal of 10–30%, except for chlorine, sulfur and
lead. At 32 m the loss in signal intensity was between 95% to al-
most 100% relative to the signal when measuring directly (1 m).
The distribution of the relative signals intensities at 32 m followed
that of a normal distribution although the low numeric resolution
used led to the formation of distinct steps. The Shapiro–Wilk test
gave a test statistic of 0.9211 with a p-value of 0.1042, which sug-
gests that a signiﬁcant portion of the variation stems from nor-
mally distributed random noise. After these initial tests with a
direct gas measurement we concentrated on the implementation
of the liquid quench method.
2.3. Liquid quench measurements
In Fig. 2 a schematic of the sampling setup for liquid quench
measurements with the ICP-OES is illustrated. The raw gas was
mixed thoroughly with water containing organic solvent and
transported in a two-phase ﬂow to the ICP-OES van. 1-methoxy-
2-propanol (C4H10O2, CAS-No. 107-98-2) is used as solvent because
of its much higher capability to solubilize tars in comparison to
pure water. This ability to solubilize tars is particularly important
when analyzing gasiﬁer product gases that contain high tar loads.
Because pure 1-methoxy-2-propanol yields a low nebulizing efﬁ-
ciency, it was used as a mixture containing 10% deionized water
(Judex, 2010). Additionally, 0.05 mol/l HNO3 was also added to
minimize precipitation. The volume ﬂow of the gas is 500-fold
higher than the corresponding solvent ﬂow. Inside the van it enters
a cooling system where the majority of all soluble compounds are
transferred into the solvent. Then the liquid–gas mixture enters a
ﬁrst phase separator. At the bottom of the separator the outgoing
ﬂow is set to a higher ﬂow than the actual liquid ﬂow that is being
fed at the sampling lance. This is to prevent an overﬂow of the sep-
arator with liquid. To get rid of the residual gas the sampling mix-
ture is fed to another phase separator before being transported to
the ultrasonic nebulizer, which produces aerosols that are trans-
ported to the ICP torch. The time lag for this method depends on
the length of the sampling line, which is determined by the nearest
placement of the mobile spectrometer to the sampling location
(see also Section 2.3.1). A similar sampling technique has been doc-
umented elsewhere (Kowalski et al., 2011; Wellinger et al., 2011).
For the ﬁeld measurements the calibration has been conducted
with standards based on the same water–solvent mixture as used
for the laboratory measurements.
2.3.1. Response behavior of the liquid sampling system
To determine the step response time as well as the fading curve
of the liquid sampling system connected to the ICP-OES, a solution
containing 100 mg/l Ca(NO3)2 was injected at the sampling lance
and then transported through a 32 m long sampling line. The ana-
lyte was transported in a two-phase mixture of air and a solvent
mixture identical to that used during ﬁeld measurements.
The inﬂuence of the length of the sampling line was tested by
transporting aerosols from the USN through PTFE sampling lines,
heated to 120 C. The tested sampling line lengths were 1 m, 3 m
and 32 m.
To characterize the liquid quench sampling system we con-
ducted a response test with a 32 m long sampling line. To deter-
mine the step response time as well as the fading curve, an
aqueous solution of Ca(NO3)2 was injected into the sampling lance
during 27 min. The signal response, quantiﬁed by the calcium con-
centrations measured with the ICP-OES, is shown in Fig. 3. After
8.5 min the calcium signal started to rise in the ICP-OES measure-
ments. After another 2 min it reached 90% of the maximum signal
height. In contrast to this relatively fast response time (excluding
dead time needed for the actual transport) the signal showed a
strong tailing after the feed had been stopped. From the moment
Fig. 2. Flowsheet of the liquid quench measurement setup for the ICP-OES.
Fig. 3. Step response and fading curve of the sampling system coupled to the ICP-
OES; the arrows mark the start and stop of the feed of calcium nitrate solution at the
sampling lance.
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21.5 min for the signal to drop below 10% of the maximum signal
height. Since the signal tailing is much shorter (about a factor ﬁve)
whenmeasuring gaseous samples, this response behavior is mostly
due to the liquid sampling technique and its tendency for backmix-
ing of solvent during transport. Backmixing is also the most likely
source of discrepancy between the actual feed time of 27 min and
the length of the signal plateau of 30 min.2.4. Wood combustion facility
The wood combustor where we carried out our ﬁeld measure-
ment campaign exclusively uses waste wood as a feedstock. The
facility is using a ﬁxed bed combustion that has an ascendingconveyor to transport the feedstock onto the grate. The combustion
was conducted at an air to fuel ratio of 1.57 leading to oxygen lev-
els around 10% in the ﬂue gas. The schematic of the combustor
facility is shown in Fig. 4. The average residence time of the feed-
stock on the grate itself is 20 min to 25 min via a boiler the com-
bustion heat is transferred to steam, which in turn drives a small
turbine. The heat and power generation amounts to 1.6 MW, and
11.3 MW, respectively.
The sampling location is located just after the grate and boiler,
therefore the gas can be considered to be in its raw state coming
directly from the combustion. The process conditions at the sam-
pling location are characterized by a temperature of 250–300 C
and a pressure of 20 mbar below atmospheric pressure. The unﬁl-
tered sample was sucked into the sampling lance, quenched and
continuously transported to the ICP-OES (see also Fig. 3).
The plant was equipped with a commercial gas measurement
system, which provided concentrations of oxygen, nitrous oxides
(NOX, sum of nitrous monoxide and nitrous dioxide) and carbon
monoxide. Additionally the processes heat output is supervised
by metering the steam production at intervals of around 3 min.2.5. Waste wood feedstocks
The feedstock consisted of typical waste wood that is heteroge-
neous and strongly varies with regard to chemical composition,
particle size (fragmented size and lumpiness) and foreign sub-
stances (Hasan et al., 2011; Williams, 2005), much like it has been
reported for municipal solid waste by numerous sources (Van Der
Sloot et al., 1997; Belevi and Moench, 2000; Morf et al., 2000; Poole
et al., 2007). This variability stems from the different sources mak-
ing up waste wood ranging from natural wood residues (e.g. pal-
lets, wood shavings) to problematic wood wastes (e.g. doors,
windows, facade planks). In this study we present data from the
Fig. 4. Schematic of the combustor facility.
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mainly differ in their percentage of heavy metals (from adhesives
or paint) and wood preservatives. To determine the elemental
compositions of strongly heterogeneous waste streams such as
waste wood requires extremely laborious procedures. In the liter-
ature it has therefore also been proposed to characterize feedstocks
by their ashes (Belevi and Moench, 2000; Belevi and Langmeier,
2000; Morf et al., 2000).
3. Results
In the following section we present data from measurements
taken with our mobile ICP-OES using the liquid quench method
at a waste wood combustion facility in Switzerland. The time series
represents a continuous measurement of raw combustion gas over
a period of 3.3 h (200 min). After the change of feedstock at 62 min
a period with a mixed composition of the two feedstocks followed,
during which the operators aimed to stabilize the bulk process
conditions, i.e. to obtain a stable steam production. Table 2 pre-
sents a number of feedstock characteristics and operating
parameters:
The difference in heating values is mainly inﬂuenced by the
high water content of W1. The feed rate for both feedstocks was
adjusted in order to generate approximately 13 t/h of steam. Since
feedstock W1 showed markedly inferior combustibility, the feed
rate was adjusted to a much higher value. Concurrently this also
meant that the combustion efﬁciency for feedstock W1 was a third
lower than for W2.
3.1. Average elemental concentrations
The time frames used to calculate the average concentrations
for the two feedstocks W1 and W2 were from 0 min to 62 min
and 122.4 min to 196.5 min, respectively. In Fig. 5A the elemental
concentrations in the two feedstocks are plotted against each other
(as black data points). The measurements of elemental composi-
tion have been provided to us by the operators of the combustion
facility but were carried out by a certiﬁed lab. Nonetheless consid-
erable variations are to be expected from feedstock ﬂow that is
burned over the course of the measurements. The feedstock W2
contained a visibly (and also according to element concentrationTable 2
Comparison of waste wood feedstocks.
Characteristic W1 W2
Water content (%) 30 12
Lower heating value (MJ/kg) 13.3 15.2
Average steam production (t/h) 13.2 13.1
Feed rate (t/h) 4.6 2.33
Combustion efﬁciency (%) 47.3 72.8of the input) larger share of feedstock heavily treated with wood
preservatives. Incomplete values exist for carbon, hydrogen and
nitrogen, where only a value for feedstock W2 was available. Addi-Fig. 5. (A) Element concentrations in the waste wood feedstocks; black circles:
values from W1 and W2 – C, H, and N: only values for W2 – As and Hg contents in
W2 below the detection limit; red circles: literature values for waste wood – open
circles with error bars: (Frandsen et al., 2007), closed circles: (von Scala, 1998); (B)
Average element concentrations in the combustion ﬂue gas from waste wood W1
and W2. (For interpretation of the references to color in this ﬁgure legend, the
reader is referred to the web version of this article.)
Fig. 6. Time series of elemental concentrations of sulfur and chlorine (A) and of potassium, sodium, and zinc (B); (C) gas concentrations and steam production; (D) lead and
arsenic; (E) and copper, chromium, and cadmium; (F) calcium, magnesium, and strontium.
1848 M. Wellinger et al. /Waste Management 32 (2012) 1843–1852tionally for the elements mercury and arsenic the exact content for
W1 is known, but for W2 only maximum values were determined
as contents for both lay below the detection limit. Since for some
elements of interest (e.g. sodium and potassium) the content in
the feedstocks were not determined, Fig. 5A was complemented
with data on element concentrations from literature (Frandsen
et al., 2007; von Scala, 1998). The error bars shown for the litera-
ture values have been derived from at least ﬁve (C, H, N) or ten
(all other elements) analyses (Frandsen et al., 2007). The diagonal
line in Fig. 5A represents all points of equal concentrations in the
two waste wood feedstocks. The literature data consist of a single
value per element and therefore all points lie on the diagonal line
in the graph. In Fig. 5B the mean values of the elemental concentra-
tion in the ﬂue gas from the combustion of the two waste wood
feedstocks W1 and W2 are depicted. Most of the elements have a
very similar concentration in ﬂue gas from both feedstocks, to
facilitate this comparison the diagonal y equals x has been added
to the graph. For arsenic, lead, zinc, boron, chromium, and calcium
signiﬁcantly higher values are found in the ﬂue gas from the com-
bustion of the higher contaminated waste wood W1. In contrast,bulk elements that are main components of biomass and like so-
dium, potassium, magnesium, sulfur and chlorine gave lower con-
centrations during combustion of feedstock W1.
3.2. Time series of elemental concentrations measured at the wood
combustion facility
The time series represents 116 single measurements of raw
combustion gas that were continuously recorded in intervals of
103 s over the course measurement period of 200 min. Fig. 6A
shows sulfur and chlorine concentrations and Fig. 6B those of
potassium, sodium and zinc. Together with lead these elements
registered with the highest mass concentrations in the ﬂue gas
ranging from 4 mg=m3N to over 100 mg=m
3
N. In Fig. 6A the time
frames used to calculate the average concentrations for the two
feedstocks W1 (from 0 min to 62 min run time) and W2 (from
122.4 min to 196.5 min) are marked with arrows. Both sulfur and
chlorine showed a slightly lower concentration in the ﬂue gas from
feedstock W1. Similarly the potassium also increased after chang-
ing the feedstock, whereas the sodium concentration did not
M. Wellinger et al. /Waste Management 32 (2012) 1843–1852 1849change signiﬁcantly. In contrast to that the concentration of zinc
strongly declines after the feedstock change from W1 to W2.
The chlorine and potassium concentrations have an almost
identical pattern of ﬂuctuations over time. Sodium and zinc also
show very similar variations. Though, the molar concentration of
zinc is higher than that of sodium in the ﬂue gas from feedstock
W1 but the opposite is true for the ﬂue gas from feedstockW2. This
indicates an additional zinc source in the case of feedstock W1,
which is rather stable in its emission characteristic and therefore
does not distort the correlation of the two elements.
In Fig. 6C the time series of the control parameters from the
combustion facility are depicted. Immediately following the maxi-
mum recorded steam production of 15 t/h at 81 min the sensor
logged two false zero data points because of signal overﬂow (visi-
ble in the graph as a gap). At 97 min the steam production falls
down to a global minimum of 9 t/h, a sharp decline is also visible
in the element concentrations of sulfur, calcium, zinc, lead, and ar-
senic. After a transition period of almost 1 h the steam production
becomes more stable again. The oxygen concentration is only
logged in intervals of about 10 min. Nevertheless, a counter move-
ment to the ﬂuctuations of the steam production can be observed.
At run time 170 min there was a sensor outage and therefore no
oxygen concentrations were logged for the rest of the measure-
ment period. The carbon monoxide concentrations exhibit a pla-
teau at approximately 200 lg=m3N with several sharp peaks. The
three highest peaks in excess of 300 lg=m3N coincide with local
oxygen minima (less than 8% oxygen) and steam production max-
ima. After run time 145 min no values above 250 lg=m3N were reg-
istered. The NOX concentration shows a low degree of variation
compared to the oxygen or carbon monoxide concentrations. To
a minor extent it shows similar trends as the carbon monoxide
concentrations and follows the trend of the steam production.
The average NOX concentrations for the two feedstocks are nearly
identical with 212 lg=m3N (W1) and 204 lg=m3N (W2). In contrast
to this the standard deviations of 39.4 (W1) and 14.6 (W2) differ
strongly and are indicative of more stable bulk conditions during
the feed of W2.
Fig. 6D shows the concentrations of the earth alkali elements
calcium, magnesium and strontium. The devolution of the magne-
sium concentration shows some similarity to the one of calcium.
Though, the magnesium concentration rises after changing the
feedstock. A much stronger similarity was detected between cal-
cium and strontium curves. Free linear correlation resulted in the
following equations (all units are in lmol=m3N):
Strontium versus calcium ðW1Þ y ¼ 0:0029xþ 0:1135
R2 ¼ 0:86964Fig. 7. Cross correlation of the molar concentrations of sodium, potassium and zinc
versus the concentrations of chlorine; (A) values from the combustion of waste
wood W1 (B) values from the combustion of waste wood W2.Strontium versus calcium ðW2Þ y ¼ 0:0045xþ 0:1011
R2 ¼ 0:94321
For feedstock W1 the absolute difference between the two con-
centrations is higher than for W2. Therefore there is a calcium
source in W1 that does not contain strontium in a similar concen-
tration as it is the case for W2. The differences in the slope of the
cross-correlations for the two feedstocks points to a difference in
the molar ratio of the two elements in the feedstock itself. Calcium
and strontium are both abundant in the earth’s crust. They may
therefore stem from leftover soil material that was fed to the com-
bustor along with the waste wood.
Lead and arsenic (Fig. 6E), copper, and chromium (Fig. 6F) all
show a decrease after changing of the feedstock from W1 to W2.
Screening of the element concentrations showed that lead and ar-
senic showed very similar emission patterns. A strong free linear
correlation of the elemental concentration is observed not onlyfor feedstock W2, but for the complete time series composed of
116 single measurements as well (all units are in lmol=m3N):
Lead versus arsenic ðW1Þ y ¼ 4:0998xþ 63:079 R2 ¼ 0:30132
Lead versus arsenic ðW2Þ y ¼ 9:3973xþ 11:461 R2 ¼ 0:92461
Lead versus arsenic ðall measurementsÞ y ¼ 7:5841xþ 15:918
R2 ¼ 0:97938
The values of cadmium (Fig. 6F) are generally very low, but they
show a strong variability with distinct peaks throughout their con-
centration time series, but no signiﬁcant difference between the
two feedstocks.
In Fig. 7 the molar concentrations of sodium, potassium and
zinc were plotted against the concentration of chlorine. For the
1850 M. Wellinger et al. /Waste Management 32 (2012) 1843–1852feedstock W1 there is slight trend (with considerable amount of
variance) of increasing alkali and zinc concentration with rising
chlorine concentration. Furthermore, during combustion of W1
the molar concentrations of sodium, potassium, and zinc are at
similar levels. In contrast to this observation the concentrations
of sodium, potassium, and zinc for feedstock W2 are at different
levels. In addition, for feedstock W2 all of the plots show a high de-
gree of free linear correlation with clear differences in intercept as
well as slope (all units are in lmol=m3N):
Chlorine versus sodium ðW2Þ y ¼ 0:4538xþ 116:5
R2 ¼ 0:72016
Chlorine versus potassium ðW2Þ y ¼ 0:934x 22:002
R2 ¼ 0:86111
Chlorine versus zinc ðW2Þ y ¼ 0:2718xþ 0:7086
R2 ¼ 0:753964. Discussion
In this study a direct gas measurement technique as well as a
liquid sampling technique has been investigated for their suitabil-
ity to measure element concentrations in thermal process gases. To
investigate the transport efﬁciency of direct gas measurements we
used aerosols generated by the USN. Even when transported
through a sampling line heated to 120 C, we observed strong sig-
nal losses for distances greater than 3 m. This suggests that con-
densation and sorption phenomena occur within the sampling
line, which in turn degrade the detected signal intensities. Table 3
gives an overview of the advantages and disadvantages of the gas
and liquid sampling methods used in this study.
In our ﬁeld measurement campaign conducted with the liquid
quench method, we observed 23 elements with signals at least
threefold over the standard deviation of the blank signal covering
a concentration range of almost four orders of magnitude.
To assess the efﬁciency of analyte transport we conducted a
comparison of the measured signals with available literature data.
To this end we compared the ratios between elemental concentra-
tions and found a reasonable agreement with literature values
(Lind et al., 1999; Krook et al., 2004; Pedersen et al., 2009).
Special cases regarding the transport efﬁciency include a num-
ber of sulfur compounds contained in the process gas, as these
compounds tend to adsorb onto metal surfaces (Kim et al.,
2006a). A further loss of analyte can also occur when transporting
sulfur containing sample streams through silicone or PTFE tubes
(Kim et al., 2006b; Sulyok et al., 2002; Kuster and Goldan, 1987).
Beside signal loss in general, adsorption phenomena can lead to
an increased signal tailing when concentration changes occurTable 3
Comparison of liquid versus gas quench sampling.
Characteristic Liquid quench
Cooling efﬁciency of the quench Efﬁcient cooling through high heat capacity of the
Dilution/concentration of the
sample gas
Possibility to enrich the element in the sampling s
manipulation of gas to liquid ratio
Necessity for heated equipment No heated parts needed
Transport efﬁciency No apparent signal loss even for sampling lines wi
Time delay Long – approx. 1 min/m
Robustness for changing gas
composition
High
Spiking Feasible for virtually any element(slower ramp-up and decelerated signal decline). Though, consid-
ering the strong variability of sulfur concentrations over time
(see Fig. 6A), it seems that the sorption phenomena have a less pro-
nounced effect than the changing concentrations that stem from
the process itself. One way of circumvent this limitation is the
use of special surface coatings available such as sulﬁnert that pre-
vents sorption of sulfur. An additional difﬁculty with sulfur is the
volatile character of some of the commonly occurring sulfur com-
pounds. The volatility of theses sulfur compounds lead to an
incomplete recovery via the quenching liquid since a signiﬁcant
portion can escape via the gas exhaust (see Fig. 1). For biomass gas-
iﬁcation for example hydrogen sulﬁde is the dominant sulfur spe-
cies (Johansson et al., 1999; Cui et al., 2010), where in biomass
combustion sulfur dioxide is a commonly occurring compound.
The higher content (in feedstock and ﬂue gas) of toxic elements
in W1 reﬂects the higher fraction of preservatives in that waste
wood feedstock. Among the most common wood preservatives
are chromium–copper–arsenate, chromium–copper boron salts
and copper–zinc–arsenate (Hasan et al., 2011). Additional sources
of toxic elements can be paint and varnish (from windows and
doors) containing lead and zinc compounds, e.g. white lead:
(PbCO3)2xPb(OH)2.
The measured concentrations in the ﬂue gas from the two feed-
stocks are very similar for the bulk elements. This suggests that the
employed sampling and detection method is highly reproducible.
On the other hand the fact that we detected clear differences for
heavy metals and arsenic concentrations suggests a high sensitiv-
ity of the employed method. It also indicates that there is no ele-
ment speciﬁc loss stemming from the sampling’s transport
method.
From the times series of elemental concentrations some impor-
tant conclusions can be drawn. Firstly, the concentrations of so-
dium and potassium during combustion of feedstock W2 seem to
reﬂect the bulk conditions of the combustion quite well, as they
show a similarity to the steam production. Secondly, the strong
ﬂuctuations even within one feedstock type demonstrate the het-
erogeneity of the feedstock composition, as has been reported be-
fore for combustion of municipal solid waste (Poole et al., 2007).
Additionally, several strong cross correlations between the devolu-
tion of elemental concentrations have been found. The intercept of
the free linear correlation could be interpreted as the amount of
one element released independently of the other element’s emis-
sions. This occurs either because the feedstock has different source
compounds present in independent concentrations or these com-
pounds have a different transfer behavior. For cases located at a po-
sitive intercept, the element assigned to the y-axis has an
additional source independent of the element assigned to the x-
axis. The slope of the free linear correlation is inﬂuenced by the
molar ratios of the elements in the source compounds as well as
their tendency to transfer to the gas phase (as expressed by the
transfer coefﬁcient). To exclude artifacts stemming from stronglyGas quench
liquid Less efﬁcient cooling
olution through Sample gets diluted by quench gas
Heated pumps and valves are necessary to prevent
condensation
th lengths up to 32 m High signal loss for sampling lines of more than
3 m length
Short – approx. 1.5 s/m
Low (plasma ﬂame can get extinguished)
Restricted to volatile compounds
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checked if the correlations simply arose from a decay curve or a
form of carry-over from the sampling system. A carry-over extend-
ing over the whole measurement period can be excluded since it
would show up in the time series of all elements (see Fig. 6). The
possibility of a decay curve generating the correlation can be ex-
cluded as well, since decay curves must be strictly monotonic
decreasing, which was not observed. For example, in the case of
lead and arsenic there is a strong peak visible at 105 min (see
Fig. 6E). Furthermore, we also investigated for possible interfer-
ence in elemental emission lines present in the ICP-OES signal. This
was especially important when comparing element concentrations
with large differences in their signal intensities and therefore also
in their molar concentrations. We ﬁrst compared the emission
lines used for the calibration to one another and then in a second
step checked for other emission lines in the spectral vicinity that
usually exhibit a lower intensity.
Strong correlations in elemental concentrations were found
among sodium, potassium and zinc against chlorine for feedstock
W2. Others have reported similar ﬁndings (Poole et al., 2007; Khan
et al., 2009; Jakob et al., 1996; Belevi and Langmeier, 2000; Struis
et al., 2004). Under the given conditions of combustion below
1000 C and chlorine contents of at least 0.3% in the feedstock,
the dominant species of alkali emissions is expected to be potas-
sium chloride (Khan et al., 2009; Monkhouse, 2002). Alkalis have
been ascribed a carrier function for chlorine (Monkhouse, 2002),
and chlorine in turn has a well-documented carrier function for
the volatilization of metals (Khan et al., 2009; Struis et al., 2004;
Belevi and Langmeier, 2000; Jakob et al., 1996). Two mechanisms
involving chlorine can lead to a concurrent mobilization of alkalis
and metals. Firstly, gaseous chlorine compounds mobilize alkalis
and metals simultaneously and secondly metals can be mobilized
through alkali chlorides directly (Jakob et al., 1996). Therefore
detection of alkalis in ﬂue gases has a potential to be used as a
proxy variable for heavy metal emissions. In this context inexpen-
sive online methods like surface ionization (Wellinger et al., 2011)
that enable a monitoring of alkali emissions could be of value.
In case sulfur is present in high enough amounts to compete
with chlorine for reactions with zinc, volatilization of zinc can be
inhibited (Struis et al., 2004). The fact that the concentrations of
zinc, sodium and potassium versus the concentrations of chlorine
were more tightly correlated in W2 as compared to W1, provides
further evidence that in W1 the combustion efﬁciency was uneven
and possibly more restricted to the surface layers of the feedstock
particles. This also leads to an overrepresentation of elements in
the ﬂue gas that stem from surface applied wood preservatives
compared to elements that represent the bulk composition of W1.
Since arsenic has, in contrast to lead, a rather limited volatility
under oxidative conditions, these two elements have strongly dif-
fering behaviors and therefore are not expected to show a corre-
lated emission behavior. Both the high lead and arsenic levels in
W1 probably stem from surface treatment of the wood (Pedersen
et al., 2009) and therefore a correlation in the devolution of their
concentrations could largely be due to entrainment.5. Conclusions
In Section 2.2.1 we demonstrated that calibrating with liquid
standards and a nebulizer is a precise and reliable method for cal-
ibrating element signals from direct injection of sample gas.
Depending on the composition of the process gas (tars, particles),
an additional way to calibrate would greatly improve the overall
accuracy of the method (see last paragraph). For sampling lines
having lengths of more than 3 m, liquid sampling provided supe-
rior signal intensity.The following conclusions can be drawn from the results of our
ﬁeld measurements:
1. With the current sampling setup it is possible to measure con-
centrations of trace elements even in the sub-ppm (m/V) range
(down to values of 0:01 mg=m3N).
2. The liquid quench system employed for the described measure-
ment campaign enabled us to take continuous measurements at
intervals of 1.7 min over a period of up to 7 h without any
apparent condensation or blockage problems.
3. W1 versus W2 yielded almost identical element concentrations
of bulk elements in the ﬂue gas. This speaks to a high reproduc-
ibility of the measurement method coupled with the sensitivity
to resolve differences stemming from the feedstock composition.
With a number of ﬁeld measurement problems solved (analyte
transport efﬁciency, tar and soot content) this method becomes
suitable for characterizing element emissions for a broad range
of thermal processes including difﬁcult sampling situations involv-
ing high tar and particle loads. For example we were able to dem-
onstrate that the ICP-OES is sensitive enough to verify elemental
concentrations speciﬁed as upper limits for gas turbines (except
for vanadium) (GeneralElectric, 2007).
There is potential for further improvement. The use of a direct
injection nebulizer is expected to increase nebulizing efﬁciency
more than twofold to over 20%. Furthermore adding a spike of
known concentration to the solvent used for the liquid quench
would allow for the application of the standard addition method.
Gas quench spikes could also be employed though they are inher-
ently restricted to volatile metals. Additional improvements could
be realized by optimizing the calibrations for each element accord-
ing to its expected concentration range. This would mean that the
concentrations of the standards are adjusted to the lowest possible
range, without creating a need for extrapolation to calculate the
concentrations of the samples. Compared to a standard calibration
that ranges over two orders of magnitude or more, the detection
limit can be improved by at least one order of magnitude by using
lower concentrated standards and a narrower calibration range.Acknowledgments
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